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doses were higher with VMAT plans for left breast treatments 
compared with tangent plans.  
Conclusions: VMAT improves homogeneity within the PTVWB 
and significantly improves conformality to PTVTB when 
compared with partial tangent fields to deliver the boost 
dose to the tumour bed in breast radiotherapy. In left breasts 
VMAT can result in higher heart doses depending on the 
location and size of the tumour bed however these doses are 
within established optimal constraints. VMAT is now used in 
this institution for breast boost radiotherapy. Breath hold 
techniques are being implemented for left breast patients to 
ensure the heart dose can be kept as low as practicable.  
   
EP-1462   
Monte Carlo simulation of the Elekta Agility linear 
acelerator 
E. Heath1, M. Vujicic2, J. Belec2, S. Gholampourkashi1, D. 
LaRussa2, J. Cygler2 
1Carleton University, Physics Department, Ottawa, Canada  
2Ottawa Regional Cancer Centre, Medical Physics, Ottawa, 
Canada  
 
Purpose/Objective: To create an accurate and reliable 
Monte Carlo model of Elekta's Agility linear accelerator for 
purpose of accurate dose calculations of complex radiation 
therapy treatment plans. 
Materials and Methods: The EGSnrc user code BEAMnrc was 
used to develop a detailed model of the Agility linac head, 
including the 160-leaf MLC. Simulations of 6 MV photon 
beams were performed using our model and dose profiles 
were simulated in water phantoms using DOSXYZnrc. Results 
from the simulations were compared against measurements 
from an Agility linac in our hospital using an A1SL ion 
chamber, iode and radiochromic film. 
The Agility head model parameters were determined using a 
four-step approach to extract the following parameters: 
beam energy, beam width, beam angular divergence, leaf 
bank rotation angle and leaf spacing at isocenter. 
The energy of the initial electron beam was determined by 
comparing percent-depth-dose (PDD) curves measured on a 
5x5 cm2 field to simulated results. Once the energy was 
matched, the electron beam width was extracted by 
matching the penumbrae of dose profiles. Both the cross-line 
and in-line directions were considered as the beam has an 
elliptical shape and hence different widths along the two 
directions. Small fields of size 2x2 cm2 were chosen because 
profiles of small fields are less sensitive to other parameters 
such as angular divergence. The electron beam angular 
divergence was determined by comparing the profiles of 
large (30x30 cm2) fields. Finally the leaf-bank rotation angle 
(LBROT) and the leaf gap were extracted by fitting the 
simulated interleaf transmission to the measured results. 
Results: Gamma analysis was used to characterize the quality 
of agreement between simulated and measured results when 
tuning the beam energy, width and angular divergence. The 
agreement of the PDDs is 100% at the 1%/1mm level, 
excluding the buildup region. The agreement for lateral 
profiles is excellent (greater than 98% at 1%/1mm) for field 
sizes smaller than 30x30 cm2. At the 3%/3mm level, the 
profiles for all field sizes score 100% on the Gamma analysis. 
Table 1 shows the derived parameters along with their 
uncertainties.  
 
 
 
Conclusions: A model of the Agility linac was created to be 
used with the EGSnrc user code BEAMnrc. The level of 
agreement of profiles for all field sizes considered is 100% at 
the 3%/3mm level. This makes for an accurate and reliable 
model that can be used for simulating complex treatment 
plans.  
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Purpose/Objective: In stereotactic radiosurgery of 
intracranial lesions, high plan quality and accurate dose 
delivery are imperative. Noncoplanar techniques typically 
result in plans with improved conformality, but couch 
rotations may affect the accuracy of the dose delivery. The 
aim of this study is to compare noncoplanar with coplanar 
VMAT plans with respect to plan quality while taking into 
account the possible effect of couch rotation inaccuracy. 
Materials and Methods: Five intracranial SRS cases with a 
single lesion (planning target volume (PTV) of 0.64-3.96cc) 
were planned with 1) noncoplanar VMAT; two single arcs - 
couch 0° and couch ±90° ; 2) coplanar VMAT; dual arc – 
couch 0°. PTV plan acceptance criteria were such that at 
least 95% of the PTV should receive the prescribed dose (PD) 
(VPTV,24Gy≥95%) and the maximum PTV dose (Dmax, PTV) should 
not exceed 150% PD. Organs at risk (OARs) included the 
brainstem, optic nerves, chiasm, and eyes. Parameters used 
for plan evaluation included: VPTV,24Gy, Paddick conformity 
3rd ESTRO Forum 2015                                                                                                                                         S793 
 
index (CIP), Paddick gradient index (GIP), volume receiving 
10Gy (V10Gy), and Dmax to OARs. To simulate couch rotation 
inaccuracy for noncoplanar plans, the isocenter of the 
noncoplanar arc was shifted by using a vector translation in 
the coronal plane of 1mm [based on requirements at linear 
accelerator acceptance]. After application of those shifts, 
dose distributions were recalculated. 
Results: All original coplanar and noncoplanar plans satisfied 
the PTV and OAR plan acceptance criteria. In all cases the 
OARs were adequately spared (highest Dmax was 2.2Gy) . For 
small PTVs (PTV ≤1.45 cc), coplanar plans showed little 
improvement regarding the dose fall off outside the target 
(improved GIp and reduced V10Gy, Table 1). Furthermore, no 
substantial differences were found between the two VMAT 
techniques. For larger PTVs (≥ 3.60cc), larger differences 
were seen: noncoplanar VMAT resulted in a clearly improved 
dose fall off outside the target and substantially reduced 
V10Gy. In general, for noncoplanar plans, a table misalignment 
of 1mm did not result in a substantial underdosage of the 
PTV, and hence of the clinical target volume.  
 
 
 
Conclusions: These preliminary results suggest that, when 
comparing coplanar with noncoplanar VMAT, for small PTVs 
no significant differences will be found with regard to plan 
quality in terms of 3D dose distribution. However, for 
relatively large PTVs, noncoplanar VMAT is expected to 
improve the 3D dose distribution. Furthermore, it seems 
that, in case of noncoplanar VMAT, couch rotation 
inaccuracies of ≤1mm [as required for SRS] will not 
substantially impair the accuracy of the dose delivery. In this 
study we only considered SRS cases with OARs located far 
from the PTV and an isocentric shift in only one direction 
(noncoplanar plans). In future work, additional SRS cases with 
OARs near the PTV and multiple directions for the isocentric 
shift will be considered. 
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Purpose/Objective: This study evaluates three planning 
techniques for cranial stereotactic radiosurgery (SRS) 
available in the iPlan (Brainlab, Germany) planning system 
for linacs. 
Materials and Methods: Currently at our centre, SRS 
treatment is planned in iPlan using nine non-coplanar static 
conformal fields (SCF). In addition, two arc-based planning 
techniques are available in iPlan. The dynamic conformal arc 
(DCA) technique comprises non-coplanar arcs with fitting of 
the MLC to the PTV at a number of fixed control points. 
HybridArc (HA) creates non-coplanar arc apertures based on 
fluence optimisation, incorporating static IMRT elements at 
fixed intervals.  
In order to evaluate the three techniques, five metastasis 
and five acoustic neuroma patients previously treated with 
SCF had their treatment re-planned using DCA and HA. Plans 
were compared using PTV dose conformity and homogeneity, 
proximal OAR sparing, normal tissue sparing and MU 
efficiency.  
Results: For relatively spherical shapes (e.g. most 
metastases) distal from OARs, DCA planning with 3 non-
coplanar arcs produced plans of comparable conformity, with 
similar MU, in a relatively short time. Planning with DCA 
proved to more complex for targets close to OARs and those 
with irregular shapes (e.g. acoustic neuromas); conformity 
was improved by manually adjusting MLC leaves in many 
control points. There is no significant difference between 
dosimetric metrics for DCA and SCF. DCA does however have 
the potential to improve delivery times.  
HA planning, using 3 non-coplanar arcs with 2 IMRT elements 
per arc, was also relatively quick for spherical targets but 
required more manipulation for non-spherical targets and 
those with proximal OARs. The use of IMRT improves 
conformity relative to DCA without increasing the planning 
time but the requirement for small beamlets (2.5mm) in 
order to achieve this means that the calculated dose 
distributions require verification through measurement. A 
statistically significant higher number of MU was required for 
HA compared to the other two techniques. The homogeneity 
was noticeably improved with HA, but this requires careful 
consideration as we currently prescribe to the 80% isodose, 
with no requirement for homogeneity. 
Both arc-based techniques resulted in a lower maximum dose 
to the trigeminal nerve compared to SCF. There was no 
